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  INTRODUCTION
The Multiparametric MRI (mpMRI) of the prostate 
has become the main imaging modality for the detec-
tion, localization and local staging of prostate cancer 
(PCa). The term “multiparametric” means essentially 
the combination of different information: morpholog-
ical information through the T2 weighted sequenc-
es, information on the diffusiveness of molecules 
through diffusion weighted sequences (Diffusion 
Weighted Imaging, DWI), information on dynamism 
and contrast enhancement through perfusion sequenc-
es (Dynamic Contrast Enhanced Magnetic Resonance 
Imaging, DCE-MRI) and, although still under study, 
information on metabolic alteration through spectros-
copy sequences (Magnetic Resonance Spectroscopy 
Imaging, MRSI). 
Each of these sequences provides different informa-
tion and their combination gives this method a con-
siderable degree of performance in the definition of 
Adenocarcinoma of the prostate. In particular, T2W 
sequences play a key role in a primary detection of 
PCa. T2W Magnetic Resonance Imaging (MRI) of the 
Prostate is a challenge for several reasons:  most of 
the anatomical structures in this area are rather small 
and adjacent to a variety of “mobile” structures. In 
addition, a wide spectrum of artifacts including pul-
sations and artifacts related to rectum motility may 
occur also in collaborating patients. The detection of 
lesions and the assessment of their extent is the main 

goal of modern imaging and therefore requires high 
standards. The subject of our study is the Multivane 
sequence, recently proposed for MR imaging of the 
prostate, which allows for excellent correction of 
minimal movements related to the patient and/or to 
the involuntary motility of the various adjacent an-
atomical structures, an excellent contrast resolution 
and adequate spatial resolution, fundamental prereq-
uisites for an adequate diagnosis and for applying an 
adequate therapeutic management.
The aim of our study was to apply and assess the 
MULTIVANE sequence (Philips Healthcare) in the 
mpMRI of the prostate, in not cooperating patients 
and/or in patients who, due to their clinical condi-
tions (such as glaucoma, arrhythmia, and severe be-
nign prostatic hypertrophy), have not been receiving 
intravenous antispasmodic agents, administered for 
limiting the motility of intestinal loops, particularly 
rectum. 

 MATHERIAL AND METHODS
Radial Acquisition Multi-shot Technique
Towards the end of the 90s J.Pipe, in order to lim-
it the patients’ related motion artifacts,  present-
ed a correction method based on a new technique 
in k-space data collection and reconstruction. 
The PROPELLER method (Periodically Rotate Over-
lapping Parallel Lines With Enhanced Reconstruc-
tion) is based on collecting data in parallel multiple 
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ABSTRACT
The purpose of our study is to evaluate the T2 weighted sequence with multishot radial sampling (Radial Acquisition 
Multi-shot) also known as Multivane sequence in Philips Healthcare, introduced by J.Pipe with the aim to minimize 
motion artifacts in Magnetic Resonance Imaging (MRI).
In the field of prostate MRI the Multivane sequence is useful in non-cooperating patients and/or patients who, due 
to their clinical conditions (such as glaucoma, arrhythmia, and severe benign prostatic hypertrophy), have not been 
receiving intravenous antispasmodic agents, administered for limiting the motility of intestinal loops, particularly 
rectum. 
The Multivane sequence is based on the collection of data throughout parallel multiple lines in periodic rotation 
around the center of k-space and advanced mathematical reconstruction. As the data at the center of k-space (low 
frequency) containing signals with maximum amplitude will be continuously sampled, this trajectory will provide an 
excellent contrast-noise ratio (CNR) and spatial resolution, without motion artifacts responsible of “blurring” in the 
final image. Specifically, each given point of the periphery of the k-space will be sampled by a certain line and the 
next one and so on, and for the final image reconstruction, once multiple data will be estimated, different algorithms 
will be used to compensate for motion artifacts.  
In this study we compared the Radial Acquisition Multishot TSE Multivane (Philips Healthcare) with the classic T2W 
TSE sequences with linear Cartesian sampling. Multivane sequences have proven to be superior and therefore of 
greater utility compared to sequences with linear Cartesian data sampling, in patients who can not receiving spas-
molytic agents. 
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lines in periodic rotation around the center of k-space 
and advanced mathematical reconstruction.  
Patient’s movement produces artifacts in MR im-
aging, as a result of tissue displacement during the 
period between each data sampling period and sub-
sequent radiofrequency (RF) excitation, and also as a 
result of the spin phase induced by movement through 
magnetic fi eld gradients between an excitation RF 
pulse and the subsequent data sampling period.
Several strategies have been used over the time to 
mitigate these artifacts without any useful results.
The sequence introduced by J.Pipe is based on the 
sample of the the k-space data in n strips in a rotating 
and periodic way through parallel linear trajectories l 
corresponding to l- codifi ed phase lines.

Each strip consists of several parallel lines encoded 
in phase, typically ranging from 8 to 32 lines. The 
strips are rotated with a rotational shift that varies be-
tween 10°- 20° until all the useful data relating to the 
k-space have been acquired. 
This trajectory provides an excellent contrast-to-noise 
ratio as the data at the center of k-space (low frequen-
cy), containing signals with maximum amplitude, will 

be continuously sampled. The data of the periphery 
instead will be reconstructed through mathematical 
processes with the fi nal purpose to correct the least 
movements of the patient. Thus, each point will come 
and be sampled from a given line and from the next 
one and so on and, once multiple data are estimated, 
different algorithms will be used for the fi nal image 
reconstruction without motion artifacts. 
In particular, in Phase Correction there is a 
phase correction for each strip, then in Rota-
tion, Translation and Through-Plane the data of 
each strip are processed by averaging and apply-
ing algorithms of the sum of least squares, allow-
ing to solve or correct the patient’s movements.
Finally, in the Final Reconstruction a regridding of 
the data is performed: it is not possible to perform a 
Fourier Trasform because the Fourier Transform can-
not operate on a non-cartesian K-space.
The sequences Radial Acquisition Multishot TSE 
T2W, known as Multivane (Philips), Propeller (GE), 
Blade (Siemens), Radar (Hitachi/Fujifi lm) and Jet 
(Canon/Toshiba) according to various vendors, are all 
characterized by the following approach: after an RF 
pulse at 90°, which defl ects the magnetization from 
the Longitudinal plane on the Trasversal X-Y plane, 
and a train of n. RF pulses at 180°, which make the 
MMT rotate by inverting the phase, Finally , the ap-
plication of a variable phase and frequency gradient 
allows to have an indication of k-space start reading.  
To record the echo signal, the phase and frequency 
gradients will be simultaneously switched on with 
one of the n amplitudes allowed to encode the lines of 
the K-space in a radial, not Cartesian, mode.

Image acquisition and evaluation
Image quality, the contrast of the relevant anatomical 
structures and the presence and extension of various 
artifacts were evaluated and compared with the clas-
sic Turbo Spin Echo (TSE) sequence T2W on the axi-
al, sagittal and coronal plane respectively. 
The MRI examinations were performed with a high-
fi eld RM Scanner, 1.5T Philips Achieva (Philips 
Heathcare) with gradients combined with 30mt/m 

Fig. 1 - Representation of a single strip n (a), consisting 
of multiple phase-coded lines l and corresponding to a set, 
and a complete set of n strips radially directed to the  the 
k-space centre  (b)

Fig. 2 - Temporal diagram of Radial Multishot Turbo Spin-Echo sequence
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Amplitude and Slew-Rate of 80/120 mt/m/ms.  A 
surface coil is positioned directly on the area of in-
terest, allowing to fully exploit the CNR/coil dis-
tance. This surface coil is only a receiving coil, while 
the RF pulse is transmitted by the Q-Body coil. 
Image quality evaluation was carried out by one radi-
ologist, with experience in interpreting prostate MR 
imaging ,who didn’t know the imaging technique per-
formed, as well as patient data, medical history and 
without additional MR images.  
Image quality has been evaluated on a scale of 1 to 5 
(1: excellent, without any impairment of image qual-
ity 2: good, with only minimal impairment of image 
quality 3: moderate, showing artifacts that reduce im-
age quality but still diagnostic 4: poor , with severe 
impairment of image quality and limited diagnostic 
reliability 5: non-diagnostic, artifacts/alterations too 
severe to make a diagnosis) for the following criteria: 
contrast resolution, spatial resolution and overall mo-
tion artifacts.

Results
The study included 10 mpMRI of the prostate exam-
inations performed in 10 patients (aged 56-78, mean 
age: 65) between November 2021 and January 2022, 
at our Department. 
In all 10 patients the sequences TSE T2w Multivane 
in combination with the conventional TSE T2w, with 
Cartesian sampling, without the administration of a 
spasmolytic agent, were acquired on the axial, sagittal 
and coronal planes, increasing the exam duration by 
about 6 minutes. 
For the purpose of the study, in two collaborating pa-
tients and without contraindications to the administra-

tion of the spasmolytic agent, the T2w TSE sequence 
was also acquired after intravenous drug administra-
tion, increasing the overall duration by about 10 min-
utes (See Fig).

In Table 1 we reported the qualitative assessments, 
performed by the radiologist experienced in Pros-
tate mpMRI, about the single Multivane sequence 
obtained in the 10 MR examinations included in the 
study, according to a 5-point qualitative scale, on the 
following questions: spatial resolution (Q1), contrast 
resolution (Q2) and total motion artifacts (Q3).
 

Questions Pt. 1 Pt 2 Pt 3 Pt 4 Pt 5
Q1 0 0 0 4 6
Q2 0 0 0 3 7
Q3 0 0 0 2 8

Tab. 1 - Qualitative assessment of 10 “Multivane” se-
quences in 10  Prostate mpMRI exams.

In Table 2 the comparative evaluations between the 
TSE T2w sequences, with Cartesian sampling and 
without the administration of spasmolytic agent, and 
the Multivane sequences (Fig.4)

In the two patients underwent T2 TSE sequence was 
also after spasmolytic agent administration, in com-
parison with the Multivane sequence, no significant 
differences in contrast resolution and motion artifacts 
were noted, while there was a slight superiority of 
conventional TSE T2w over Multivane in terms of 
spatial resolution.

Fig. 3 - Representation of three T2 -weighted images in axial plane in a 68 years-old patient with benign prostatic hypertro-
phia and with suspect PCa. Respectively,  a T2w image with Cartesian sampling without spasmolytic agents administrated 
(a), an image with radial multi-shot sampling for compensation of  movements (b) and finally the same acquisition with 
Cartesian sampling but  with spasmolytic agents administration . It can be noted that radial sampling  (b) can efficiently 
limit motion artifacts and the undesirable effect of blurring (seen in a) with results similar to Cartesian acquisition after 
administration of spasmolytic agents (c).
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Q1 4/5 4/5 3/4 4/5 4/5 4/5 4/4 3/4 3/5 4/4
Q2 5/5 4/5 4/4 4/5 4/4 5/5 5/4 5/4 4/4 5/5
Q3 3/4 2/4 3/5 2/4 3/5 3/5 4/5 3/4 2/4 3/5

Tab. 2 -  Comparison between  TSE T2w sequence, with cartesian sampling, and Multivane sequence. 
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DISCUSSION
Prostate cancer is the most common malignant cancer 
in men patients, representing a signifi cant incidence 
compared to all carcinomas in males and the cause 
10% of cancer-related deaths. 
Although of low prevalence, it is important to make 
an early diagnosis of these carcinomas, in order to be 
able to perform a correct and early therapeutic man-
agement.
MRI is a second-level examination for prostate cancer 
and has now gained a major role in the study of pros-
tate cancer. It is a non-invasive method, providing 
high tissue contrast images as well as detailed spatial 
resolution of soft tissues, compared to other imaging 
techniques. After the introduction of advanced func-
tional sequences, such as Diffusion Weighted Imaging 
(DWI) and Dynamic Contrast Enhanced (DCE) imag-
ing, using a combined morpho-functional approach, 
a further improvement in tissue characterization and 
detection of prostatic cancer was obtained.  
The sequence Radial Acquisition Multishot TSE in 
mpMRI of the prostate could be used in non-cooper-
ating patients and/ or patients unable to use intrave-
nously antispasmodic agents, with the aim of limiting 

the motility of  intestinal loops,  contributing to obtain 
images of good quality without motion artifacts. Suf-
fi cient contrast of rather small anatomical structures 
and sharp images without interfering artifacts are im-
portant requirements of MRI imaging of the prostate. 
MRI-based detection and the diagnostic process, ac-
cording to the PI-RADS, of prostate lesions depend 
on the distinction between the contrast of the lesion 
and that of adjacent tissue in T2-weighted images. 
In this study we compared the Radial Acquisition 
Multishot TSE Multivane (Philips Healthcare) se-
quence with the T2W TSE , with linear Cartesian 
sampling for contrast resolution, spatial resolution 
and overall motion artifacts. Both sequences, Multi-
vane and TSE, showed similar contrast resolution re-
sults, since in radial sampling central k-space data are 
sampled in equal measure or oversampled compared 
to cartesian TSE method.  
In terms of spatial resolution, aware of the mathemat-
ical regridding process of the Multivanes, leading to 
a signifi cant reduction of its own spatial resolution, 
however, it was moderately higher than the conven-
tional TSE (without spasmolytic administration) due 
to the fact that visible movement in Cartesian sam-

Fig. 4 - A 69-years-old patient with suspect PC. On the left representation of T2 -weighted images with Cartesian sampling 
on the sagittal plane (top) and coronal plane (bottom). On the right a representation of T2-weighted images with multishot 
Radial sampling on the sagittal plane (top) and coronal plane (bottom).
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pling sequences led to a “blurring” of the image by 
visually degrading the spatial resolution.  
Regarding motion artifacts, images with the Multi-
vane sequence have been superior compared to the 
classic TSE with consequent better delineation of 
structures and lesions.

 CONCLUSION
Radial Acquisition Multishot TSE T2W Multivane 
sequences have been shown to be superior to stand-
ard linear Cartesian data sampling for various imag-

ing artifacts. The k-space acquisition scheme with 
the so-called rotating strips, partially overlapping, is 
advantageous for non-cooperating patients who cause 
motion artifacts during data sampling.  To our knowl-
edge, only very few applications of the Radial Acqui-
sition Multishot technique in prostate resonance in 
non-cooperating patients have been reported to date. 
Although presented results are preliminary results, 
the Acquisiton Radial Multishot TSE T2W Multivane 
sequences showed significant optimal performance in 
motion correction.
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